Wiki section
This is a landscape report on the Ureteral stent market, including key company profiles, products, patents and relevant clinical trails.
o What is it? A ureteral stent is a specially designed hollow tube, made of a flexible plastic material that is placed in the ureter.

e Need for a ureteral stent: In patients who have, or might have, an obstruction (blockage) of the kidney, an internal drainage tube called a
?stent? is commonly placed in the ureter, the tube between the kidney and the bladder. This is placed there in order to prevent or temporarily
relieve the obstruction.
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Background

Ureteric Stent

Ureteral stents are used in urological surgery to maintain patency of the ureter to allow urine drainage from the renal pelvis to the bladder. These
devices can be placed by a number of different endourological techniques. They are typically inserted through a cystoscope and may also be inserted
intraoperatively. Indwelling ureteral stents help to reduce complications and morbidity subsequent to urological and surgical procedures. Frequently,
ureteral stents are used to facilitate drainage in conjunction with Extracorporeal Shock Wave Lithotripsy (ESWL) and after endoscopic procedures. They
are also used to internally support anastomoses and prevent urine leakage after surgery. Ureteral stenting may almost eliminate the urological
complications of renal transplantation. An antimicrobial ureteral stent, which inhibits encrustation and bacterial colonization while maintaining patient
comfort.

e Ureteral stent: resists migration, resists fragmentation, is kink resistant and radiopaque.

¢ Bacterial colonization: antimicrobial activity for up to two weeks.

e Patient Comfort: stent has a low coefficient of friction (value) for ease of insertion and will soften on implant at body temperature to maintain
patient comfort.

more on background...

Market Overview

Market for ureteral stent can be analyzed by estimating market for each of Ureteral Stent?s fundamental use. Other uses of Ureteral Stent include
Post-surgical swelling/infection of uterus, Active kidney infection etc.

more on market overview...
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Interactive Mind Map

* To access the Dashboard you have to signup. You can do so by clicking here

* Use the mouse(click and drag/scroll up or down/click on nodes) to explore nodes in the detailed taxonomy

e Click on the red arrow adjacent to the node name to view the content for that particular node in the dashboard
e Click on the "+" sign to zoom the mindmap and "-" sign to shrink the mindmap

Patents
Patent Search Strategy

Background Study

Concept Table

» Create a concept table based on back ground study and client
requirements

Control Patents

* Create a short list of highly relevant patents to identify
relevant classes

Taxonomy

* Create a taxonomy of required classification

Dashboard Creation

* Patents identified through combinational search of classes and
concept table is presented in the interactive dashboard

Dolcera Dashboard


https://www.dolcera.com/auth/index.php/login
https://www.dolcera.com/wiki/index.php?title=File:Patent_Search_Strategy.jpg

Data Filbers Information

7™ Dondilly Fael Inchatian Banarwis, ol {(Patent Charts )

] Matkedl slgartieml Brogras - Publication
¥ 3 Paks ($3) L1 USE44873581
L Etaker (50 UER00S0189EGhAL

¥ CrRetor (73) WOZIATHET 14141

] Bador consteuction (&5

LEI00TOL14R7aaL
:'_| Fgfor oumanrd sonbiolle
o 1 WVSZ00R0ET3NETAL
=) Rsfor angular positior ! .
RO i - U520 00085781
e —— B |
) Ebp ring and brushas
Oy Bruthless (8] Mu'ﬂ E'f L

- Classification
= ) CeFmartar (98]

10 ik (32) i = US2010000247541
* ] Oparation (1E) WORD1000240241
* 3 Contral (230) GL24103064

Ca Fittar (7) GR24112504

* O] Prakection (2% ERIAI04TEA

[ Wac N P PP P PerrrN s 1]

ALL COMPANIES (169]

WIRC OREIN ALUMSNI RESEARTH F

Selablalalubie el e TN )

Assignees

Lopornprany Th-di (B b1
fil acaptmy oF STATE GRaty acmina: T 3 5200300526938
ACCIEOHA BISEOMBLETIRLES § A (1 5 US20DE0ED2E00AL
| AGRBE 111 =] 1 V52000002 101341
§ AMERCAR BUSERCOHDUSTOR SOR =4 USZ000030E sl

: All Baiaard Lt (4] ELASORES 1M1

| ddams wnd Raess LLP (L) USGA4BTFISR1
Y| arwia Tet (30

} BELNIRG INETITUTE FOR FRONTEER

Chongging Univesrgity (I) i | .‘m
n

;_-!ll?-hit'i'rpw

L

Dashboard Link

il W R R ]

i Mz W M e )

us Class (primary): 318700
BioTachnolagy Law Growg (11 IPC Class tﬂ"mﬂﬂf}: HOZPOZ?0E

o torgue control (DTC) pnnopde 5 used to controd the borgue of 3

Controller for & wound rotar $ip ring mdwcbon machng

Mathod for contraling doubly fed maching

wind mill pawar fow control with dumg load and power convertar

System for transmigsion of alectric powar

Controd methad

Method and system ko influence the power generation of an adjustable speed generator
Systems and methods for synchronous spesd avoidancs in doubly 4ed sduction generators
Dt woltape regiator

“Whnd turbene controd system and method

Low woltage nde through

Low voRage nde through

APt
Document POF

WAy I e

vaving gnd imbalance detector

Constant freqguency and locked phase genorator sdaptable to vanable torgue

Mathod for operating a wind enengy plant

Brushless doubly-fed induction machines amplaying dual cage notars

Brushbass doubly-fod induction maching contral

Control and protection of a dowbly-fed induction generator sysbem

Wind power system and method of operating it

Wind power installaton and method of modifying the blade pitch in a wind power installation

Ureteral Stent - Dashboard

¢ Flash Player is essential to view the Dolcera Dashboard
¢ To access the Dashboard you have to signup. You can do so by clicking here

Patent Heat Map

This is supposed to be a flash animation. You'll need the flash plugin and a browser that supports it to view it.

more on patent analysis...

Clinical Trials
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New trials
Lawson Health
1 Assessment of Drug-Eluting Ureteral Stent on Bacterial Renal Calculi, Ureteral Ureteral Stent Research Institute,
Adherence and Biofilm Formation Obstruction Boston Scientific
Corporation
Engineers & Doctors
2 Memokath® 044TW Stent for Treatment of Urethral Stricture Urethral Stricture Memokath stenting Wallsten Medical
Group
Study to Determine if There Are Specific Clinical Factors to . University of
3 [Determine Stent Encrustation Kidney Stones N\A California, Irvine
4 Ureteral Stent Length and Patient Symptoms Kidney Stones Ureteral Stent Emory University
Mayo Clinic
Drainage of Malignant Extrinsic Ureteral Obstruction Using the : Memokath 051 Ureteral  |Engineers & Doctors
5 Memokath Ureteral Stent Ureteral Obstruction Stent Wallsten Medical
Group
A Prospective Comparison Between Ureteral Stent and
6 Nephrostomy Tube for an Urgent Drainage of Obstructed Kidney |Kidney Disease E%?grrgls‘;?g:% tube and Rabin Medical Center
(JJVsPCNO08)
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Concluded trials

Long-term outcome of
permanent urethral stents

To evaluate the long-term
efficacy of a permanently
implanted urethral stent in the

Detrusor-sphincter

Stenting is an effective alternative to
sphincterotomy in the long-term,

transplant recipients:
results of a prospective,
randomized clinical trial.

health care expenditures in renal
transplant recipients with or
without ureteral stenting.

recipient

1 g]ett?l?sgﬁztm?nrgtgz treatment of spinally injured 13 dyssynergia although secondary bladder neck
P patients with detrusor-sphincter obstruction is a frequent problem.
dyssynergia dyssynergia.
Patients with 'JJ' stents have
Upper urinary tract obstruction is :;?mnglt%ﬁgér%o;eﬁ{éﬁaéw:n%gn;ryocal
Nephrostsomy Tube or 'JJ' 82?&{:22‘&2 %ggﬂg@my tube discomfort than patienés with
Ureteric Stent in Ureteric : nephrostomy tubes (PCN). However,
> ObstrL_JIction: Alssessmelr1t gﬁ’;‘;gg : éjorﬁ;?égrzﬁgth%%?dity 34 Upper urinary tract paged on .t_hc)al Euurpo(ol ana)llysisv,vtr\l/ere
oLialent Ferspeciues | and reduce patients | opstnueon | Is o sanffcent diferance e
Survey and Utility Analysis health-related quality of life QoL or the utility between these
y Y Y (QoL). We have compared the groups indicatin)iq no patient
QoL in these 2 groups. preference for either modality of
treatment.
Using a ureteral stent at renal
transplantation significantly
IuTcE)Ichccgl Sgg,?fsn‘égﬁ ons A randomized, prospective trial to decreases the early urinary
and hgealth carg compare the incidence of early complications of urine leakage and
3 expenditure in renal urological complications and 201 Renal transplant obstruction. However, there is a

significant increase in urinary tract
infections, primarily beyond 30 days
after transplantation. Stent removal
within 4 weeks of insertion appears
advisable.

Adverse Events

Date FDA
S.No. Brand Name Adverse Event Received
1 Cook Urologicals Cook Urological Stent Stent broke into pieces while removing it from the patients body. | 12/14/2005
Boston Scoientific Boston Scientific Ureteral stent
2 System Fractured stent seen under Fluroscopy 10/17/2007
3 Boston Scoientific Boston Scientific Ureteral Stent During insertion of ureteral stent, the stent broke into multiple 10/14/2005
System Kit 8 FR X 24 CM parts which were retained in the patient.
4 Boston Scientific Corp Boston Scientific 8 FR X 28 Breakage of the upper loop of the ureteral stent while trying to 01/05/2005
CM Ureteral Stent System Kit insert it.
Boston Scientific Bostoon Scientific Micro Vasive :
5 Contour VL Ureteral Stent Broken stent observed during x-ray procedure. 12/12/2003

Pre-Market Notification

Section 510(k) of the Food, Drug and Cosmetic Act requires device manufacturers who must register, to notify FDA of their intent to market a medical
device at least 90 days in advance, also known as Premarket Notification. This premarket submission demonstrates to the FDA that the device to be

marketed is atleast as safe and effective, that is, substantially equivalent, to a legally marketed device. Parties required to submit a 510(k) to the FDA
include domestic or foreign manufacturers introducing a device to the U.S. market, as well as specification developers and repackers/relabelers.

A 510(k) is required when:

¢ Introducing a device into commercial distribution (marketing) for the first time.
* Proposed different intended use for a device already in commercial distribution.

¢ Change or modification of a legally marketed device.

510(k) ?Substantial Equivalence? Decision Making Process

Some of the companies active in the field of ureteral stents have been represented in the table below.
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Timeline Visualization

Ureteral Stent Timeline

Products

The FDA classifies a ureteric stent as follows:

¢ TITLE 21 - FOOD AND DRUGS

e CHAPTER | - FOOD AND DRUG ADMINISTRATION DEPARTMENT OF HEALTH AND HUMAN SERVICES
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* SUBCHAPTER H - MEDICAL DEVICES

¢ PART 876 - GASTROENTEROLOGY-UROLOGY DEVICES
¢ Subpart E - Surgical Devices

e Sec. 876.4620 - Ureteral stent.

e Classification - class Il device Code of Federal Regulations

Nickel-titanium
: shape memory Self-expanding
Allium, Israel URS CE Mark [ Jul, 2007 alloy covered by | stent
polymer
CE Mark 1995
Nickel-titanium
Pnn Medical A/S Memokath 051 shape memory gﬁggfggﬁ‘:ﬁfstem 240
FDA Mar, alloy
Listin 2004
Sep,
— 2009 Radially
Stone Sweeper Polyurethane expanding stent 13
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FDA Nov,
Fossa Medical 210(k 2003
Pigtail-tipped »
Opesr;elﬂ;‘nen Polyurethane stent with P
Se ?Pusher? &/
CEMark | 5%
(
; Double pigtail
Expanding FDA Jun, P .
STV olyurethane stent with
Ureteral Stent 510(k 2002 2Pusher?
Percuflex -
proprietary Fixed and variable \
Contour gggg;ﬁ;‘gr' length; Tapered 365 .
Hydroplus tip
coating -
|
Percuflex Percuflex Pigtail 365 \\
Dual Durometer
Percuflex with
" FDA Jan, HydroPlus e
Polaris Ultr 570(K 2001 Coating; soft Double pigtail 365
Nautilus Bladder
Cail. .
I
Boston Scientific
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Dual Durometer

" FDA Percuflex with Bladder loop
Polaris Loop 510(k HydroPlus design 365
Coating
I
Percuflex
material and Endopyelotomy Post-procedure
Betromax Plus Hydroplus stent healing
coating
R
Stretch VL Hydroplus e P 90
Flexima Coating proximal ends
Stre
Percuflex -
Drug-Eluting proprietary {fﬁ#)ert%l:%ine
Stent polyolefin loaded stent
copolymer
Resonance SF_Q Metal 365
i Radiopaque tip
Sof-flex é(03a®ﬁrl]-|ydroph|l|c and tether for 180
9 repositioning
Cook Medical
Endo-Sof ég;@ﬁr'fgydmph"‘c Double pigtail 365
C-Flex Double Pigtail 180
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Patent-Product-Clinical Trial Mapping

* To access the Dashboard you have to signup. You can do so

by clicking here

e Use the mouse(click and drag/scroll up or down/click on nodes) to explore nodes in the detailed taxonomy
e Click on the red arrow adjacent to the node name to view the content for that particular node in the dashboard
e Click on the "+" sign to zoom the mindmap and "-" sign to shrink the mindmap

Product to Patent Mapping
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Screenshot for the product to patent mapping(Bard and Boston)

¢ Click here to download the excel file.
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Concordance Dashboard

Insights

Portfolio 8 Products 6 Products
Material Percuflex - Biocompatible Polymer Silicone
Coating Hydroplus Licensed from pHreecoat
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Shape Pigtailed and More

Figure 4 and more

Current Trials

Truimph Ureteral stent - Loaded with Triclosan
Currently in Phase Il (Canada)

None

Therapeutic / Medicinal coatings
Coating Magnetic nano particles for MRI Imaging
Lubricious coatings helping easy insertion

Therapeutic coatings

Structure

Multiple channels filled with therapeutic agent
Multiple collapsible segments preventing fluid passing
Renal coil with wick to prevent reflux

Stent with beads on its surface

Stent with reservoir indicating its release

with change in color of urine

Expandable and collapsible stent

Stents with degradable barbs

Expandable stents for reducing discomfort

Material

Elastically deformable stents
Biodegradable polymer based stents
Porous polymer for long term implantation
Stent with variable hardness

Biodegradable polymers
Shape memory alloys
General polymer based

Inferences

Relatively late entrant with patents filed post mid 90s

Early mover with patents filed in mid 80s

Increased patent activity since 2000

Patent activity never gained traction

Large number of patents yet to be "productized"

Few patents yet to be "productized”

Some products undergoing clinical trails

No products undergoing clinical trails

Diverse range of products with variation in material
and structure

Small product portfolio

Seem to be strengthening they market position

Seem to be moving focus away from Ureteral stents market

Competitive landscape
Total Sales in 2010 - 4.04 Billion USD

Boston_portfolio

2700

702 26.00

BARD portfolio

1700

Cook_portfolio

4040

Medline portfolio

All figures in USD million



http://www.bostonscientific.com/templatedata/imports/Microsite/Stone/collateral/Percuflex-Brochure.pdf
https://dolcera.net/teamwiki_prod/index.php/BARD_portfolio
http://www.cookmedical.com/uro/familyListingAction.do?family=Ureteral+Stents
http://www.medline.com/irj/catalog/search?initialSearchTerms=ureteral%20stent

Salesin 2010

W Boston Scientific
B CRBARD
o Cook Medical

o Medline

Boston Scientific

Company profile

Ureteral Stent portfolio

Net sales in 2010 ? USD 7.8 Billion
Share of Urology- 8.48 %

Net sales from Urology- USD 661 Million
Source BSsalesdata

CR BARD

Urology portfolio

Net sales in 2010 ? USD 2.7 Billion
Share of Urology- 26%

Net sales from Urology- USD 702 Million
Source ? CR BARD annual report

Cook Medical

Ureteral Stent portfolio

Total Sales - USD 1.7 Billion

Source

Medline

Ureteral Stent Portfolio

Like this report?

This is only a sample report with brief analysis
Dolcera can provide a comprehensive report customized to your needs

Buy the customized report from Dolcera
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